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PREFACE 


Very few instrument components are available that 
meet the exacting requirements of performance specifica¬ 
tions in the field of guidance and control for long range 
missiles. There is an especial need for the development 
of a low torque gimbal suspension for gyros and the in¬ 
struments they actuate. MIT (32). 

Under the sponsorship of the Bureau of Ordnance, Dr. 
E. K. Gatcombe of the U. S. Naval Postgraduate School, 
Annapolis, Maryland, is engaged in a research project on 
the utilization of air pressure as a supporting medium for 
a gyro. Indications are that this method of support will 
produce torque values of the desired low order. The re¬ 
search project includes the design and construction of a 
mechanism employing air as a supporting medium. 

It is a well loaown fact that the torque required to 
put a rotor in motion, that is, the breakaway torque, is 
much greater than the torque required to keep the rotor 
in motion due to the necessity of overcoming static fric¬ 
tion. The Bureau of Ordnance is particularly concerned 
about the high breakaway torques in present methods of 
gyro supports and the erratic outputs caused by these 
high breakaway torques. 

The proposed gyro unit, which will utilize air 
pressure as a supporting medium, will have a solid metal 
rotor equivalent in weight to<»typical gyro. Some means 
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must be arailable to isqpart a measurable torque to the 
gyro rotor for producing breakaway from the stationary 
position. 

This thesis is the design of a low-level torque gen* 
erating and indica ting mechanism. The order of magnitude 
of the torque expected to be encountered in the proposed 
gyro unit is from 1 to 100 dynecentimeters and the mech¬ 
anism is to be designed to cover that range* 

The design of this low-level torque generating and 
indicating mechanism was undertaken by the writer during 
January - April 1949 at the XT. S. Naval Postgraduate 
School, Annapolis, Maryland* The final design was com¬ 
pleted during the first part of April* At the time of 
this writing (April 1949) the mechanism is being manu¬ 
factured in the machine shop of the Postgraduate School* 
The author wishes to express his appreciation to 
Dr. E.K. Gatcombe for entrusting him with the fulfill¬ 
ment of this part of his research project and for his 
guidance and assistance in the design of the mechanical 
parts of the mechanism* Likewise he wishes to express 
his appreciation to Professor C, B* Oler of the Depart¬ 
ment of Electrical Engineering for his suggestions in 
the design of the electrical parts of the mechanism* 

The author is further indebted to a number of people 
for their helpful criticisms* Several members of the 
staff commented on the various proposed methods for 
generating and measuring torque* The criticisms of the 
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sundr7 officials of the Bureau of Standards were especially 
usefulo The practical suggestions of the machinists of 
the P* G« School machine shop were invaluableo 

The Librarian of the XJ, S« Postgraduate School and 
his staff were extremely efficient in locating or pro¬ 
curing desired references* Lastly, the author wishes to 
e35)ress his appreciation to the staffs of the libraries 
at the U. S. Naval Experiment Station and the U. S. Naval 
Academy. 
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CHAPTER I 
INTRODUCTION 

1. Desirable Cbaracteristios of the Proposed Mechanism. 

It is desirable that the mechanism for indicating and 
generating low-level breakaway torques be as simple as pos¬ 
sible to construct and operate, and yet rugged. The gyro 
unit will have to operate at some angle between the hori¬ 
zontal and the vertical so that the mechanism must likewise 
function at any angle. It should be capable of producing 
accurate results and these results should be reproducable 
within experimental error under identical conditions. 

It must be capable of producing and indicating torque 
of the order of magnitude of one or more dyne-centimeters. 
In this respect a milligram weight at one centimeter dis¬ 
tance from a fulcrum produces roughly one dyne-centimeter 
of torque. 

The mechanism should be frictionless, if possible. 

If that is not possible, it should not produce an uncer- 
tainity (or unknown) torque. A mechanism with a known 
breakaway torque might be acceptable provided that this 
known breakaway torque is less than the smallest quantity 
of expected measurement, namely, one dyne-centimeter of 
torque. 

The mechanism should not introduce any vibration into 
the gyro unit since vibration would impair the stability 
of that unit. The use of air as a supporting medium may 
introduce critical conditions under some circumstances 
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which are susceptible to ribration. Any mechanism with 
tendency to cause unbalance is unacceptable because un¬ 
balance would result in Tibration and malfunctioning of 
the gyro unit. 

One degree of rotation of the gyro shaft from the 
stationary position will be considered sufficient motion 
for producing breakaway. Any proposed mechanism should, 
if possible, incorporate means for indicating the instant 
breakaway occurs, 

2, Methods InTestigated, 

The use of alternating current equipment such as an 
induction motor, a selsyn, or a transformer would provide 
a frictionless means of obtaining torque. Measured values 
of the voltage and current required could be interperted 
as torque. However, the use of alternating current would 
increase the possibility of vibration of the gyro unit. 

The objection to the use of alternating current would 
be overcome by the use of a direct current electrical in¬ 
strument, such as the common voltmeter of the D’Arsonval 
type. This type is based on the principle of a coil turn¬ 
ing in a magnetic field. The torque is practically pro¬ 
portional to the voltage. The instrument could be con¬ 
verted to torque generating and indicating use by coupling 
in some manner the shaft of the moving coil of the volt¬ 
meter to the shaft of the gyro rotor. The difference be¬ 
tween the readings of the coupled voltmeter and another 
voltmeter in the line would be an indication of the torque 
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required hj the gyro unit* Another method of using the 
Toltmeter would he to replace the spiral springs by elec¬ 
trical lead-in pigtails and couple the moring coil to the 
gyro shaft. Howerer, in each case, uncertain!ty would 
exist about the breakaway torque of the Jewel bearings of 
the voltmeter* Dawes (11). Rhodes (39)* 

Direct current motors would provide an indication of 
torque by their current demand* But the breakaway torque 
of either a D.C, motor coupled to the gyro rotor shaft or 
a D.C* motor built directly on the rotor shaft with its 
commutator brushes bearing against the shaft would be un¬ 
certain and in any ease would exceed the expected break¬ 
away torque of the gyro unit. The same conditions would 
hold in a D.C. motor which would receive armature current 
by flexible electrical pigtails* Roberts (40)* 

A D.C. selsyn receiver unit consists essentially of 
a stationary delta winding surrounding a permanent magnet 
rotor. The permanent magnet rotor could be mounted on 
the gyro rotor shaft and the weight of the permanent mag¬ 
net rotor included as part of the gyro rotor* Such a 
system would be a frictionless way of producing torque* 

The torque would be proportional to the current and volt¬ 
age required* However calculations showed that this sys¬ 
tem would not be sufficiently sensitive to produce low- 
level values of torque* This objection holds for all 
types of moving-magnet rotor instruments* Faus (13). 

Jewell (S5)* Johnson (86). Manildi (30). Mendelsohn (33), 
Sias (44), 
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Torque can be measured by a torsion wire. Some method 
must be prorided for generating the torque. Measurement 
would have to be made of the torque of the generating mech¬ 
anism and then of the combined torque of the mechanism 
and the gyro unit. The difference in torque between the 

two measured quantities would be the torque of the gyro 

/ 

unit. A highly intricate system is required for aligning 
the wire. The wire is susceptible to mechanical hysteresis. 
In addition an error torque would arise from the uncertain¬ 
ty in calculating torque in connecting the ends of the wire. 
MIT (32). Strong (48). 

Another method investigated was that of producing 
torque by heating one end of a rod attached at its longi¬ 
tudinal midpoint to the g 3 rro rotor shaft. To obtain the 
torque the rod is placed in a horizontal position euid heat 
is applied to one end of the rod. The temperature gradient 
in the rod causes greater expansion of the heated end than 
the other end. This results in the center of gravity of 
the heated end moving away from the longitudinal midpoint 
more than the center of gravity of the other end moves 
away from the longitudinal midpoint and an unbalance is 
caused. This unbalance produces a breakaway torque. By 
considering the theories of heat conduction, radiation, 
and convection it was calculated that a half inch diameter 
and four inch long iron rod in a horizontal position would 
produce 68.6 dyne-centimeters of torque after one of its 
ends has been heated at a temperature of 270 degrees 
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?arenlieit for fire minutes. The Initial temperature was 
70 degrees Farenheit. Boelter (5). Carslaw (9). Fourier 
(14). Jakob ( 22)0 Ingersoll (23). The amount of torque 
available could be determined from the current and volt¬ 
age needed by the electric light used for heating the 
end of the rod as well as the measurement of the expansion 
of the rod. Because of the uncertainity of heat convection 
affecting the rod and the difficulty in concentrating the 
heat of an electric light on one end of the rod, it was 
decided not to use this method. Furthermore, the unbal¬ 
ance weight involved would vary as the sine of the angle 
measured from the horizontal so that when the gyro rotor 
shaft was in a vertical position, no torque would be 
obtained. 

The Eayleigh Disk principle is that an ellipsoid of 
revolution experiences a torsional moment when emersed in 
a moving fluid. For a disc of radius a, thickness c, vel¬ 
ocity of fluid Wq, angle with direction of fluid flow 9, 
and density of fluid w, the torsional moment is 

~0 - O 3.-= 1 77 

A disk two inches in diameter and one-sixteenth inch thick 
in an air stream flowing at a velocity of one to two feet 
per second would provide the required torque. The exact 
measurement of the air velocity would be difficult since 
present day pitot tubes are not very sensitive at low 
velocities of air flow, Strong (48), 
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Torsion wrings are used as hairsprings in watches 
and are also used in seme electrical Instruments* At 
first glance they appear attraotiye for low-lerel torque 
generation* Upon study of their principle of operation 
they are eliminated as a possibility for such utility* 

Their most effectire use is in positions where a rery 
large angle of torsion is arailable between two connections. 
For measuring breakaway torque a large angle of torsion is 
unnecessary* Only approximate formulas are in use for 
torsion springs and these might be considerably in error 
under certain circumstances* In the deriyation of these 
formulas the assumption is made that the coils behave as 
if they were equivalent to a straight beam equal In length 
to the wire in the i^ring* This assumption is not entire¬ 
ly valid so that computed values must be checked by actual 
tests* Furthermore, inaccuracy of computations arises 
from uncertainity as to the exact way in which the ends 
are held and the torque applied as well as from uncertain¬ 
ity as to how perfectly the coils remain apart during 
twist. Spiral springs such as used as mainsprings in 
watches are so flexible that when loaded some leaves de¬ 
form and come in contact tSo that the loading condition 
stipulated at the start of an analysis is violated and 
any assumption that the spring is in the shape of a spiral 
does not hold* Yan Den Broek (51)* The order of these 
uncertainties is greater than the desired order of measure¬ 
ment* Ault (2)« Barr (S)* Timoshenko (49)* Wahl (52). 
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It would be possible to obtain the desired low-lerel 
torque generation by use of minute highly-stabilized per¬ 
manent magnetso Such a derice would consist of a bar 
magnet attached to the shaft of the gyro rotor and attract¬ 
ed by two bar magnets located near the ends of the bar 
magnet attached to the shaft* These two bar magnets would 
be mounted in a movable cradle which could be accurately 
positioned by a micrometer screw. Inrestlgation showed 
that the effect of the earth's magnetism on the small 
permanent magnets would be of sufficient degree to cause 
intolerable inaccuracies. In addition precautions would 

7 

have to be taken against vibration, impact, and stray 
magnetic fields. Attwood (l). Greneral Electric (16). 

Gray (19). 

Torque can be produced by the application of a force 
on a lever arm at a distance from a fulcrum. Provided 
that the force and distance are accurately known this 
method produces a high degree of accuracy. Such a device 
would consist of an arm attached to the rotor shaft on 
which known weights could be placed at various distances 
from the fulcrum. The torque at any angle of inclination 
from the horizontal of the gyro rotor shaft will vary as 
the sine of that angle. 

For a difference of potential between the plates of 
a parallel plate condenser, a force exists which tends to 
draw the two plates together. This force in dynes for a 
parallel plate condenser in air may be expressed by 



f 


7^ A 
s 

8 -rr 


Brooks (7). 


where 7g is the potential difference in statrolts, 

A is the area of the plate in square centi¬ 
meters^ 

s is the separation of the plates in centi¬ 
meters. 

or by the equiralent formula 
C 7^ 

f - i “7“ X 10-5 

where C is the capacitance between the plates in 
micromicrofarads, 

7 is in ToltSo 

Torque is equal to force tlEoe length. By mounting one of 
the condenser plates on a stationary support and the other 
condenser plate on an arm attached to the rotor shaft it 
is possible to construct a torque generating mechanism. 

The amount of roltage impressed would be an indication of 
the torque generated for a giren plate size and spacing 
between plates. Dawes (11). Starling (47). 

3. Method Selected. 

The utilization of the property of capacitance as 
produced by the application of a potential difference be¬ 
tween the plates of a condenser was selected forihe design 
of the torque generating and indicating mechanism since it 
possesses many desirable characteristics which can be used 
to adrantage in the mechanism. In general terms the ac- 
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tuating force for the meohanisni will be produced by the 
capacitance effect between two parallel plates—one of the 
plates to be stationary and the other to be attached to 
an arm extending from the rotor shaft* For various definite 
spacings the voltage required would be a direct indication 
of the torque generated* By using a low value of voltage, 
a low order of magnitude of torque could be obtained* This 
mechanism would provide a frictionless way of producing 
torque—the weight of the gyro rotor could be reduced to 
compensate for the weight of the movable plate and its 
arm* The meohemism can be made of as rugged construction 
as desirable and it can be operated in any position* It 
can be remotely operated* The utilization of the capaci¬ 
tance method will give a quick positive indication of 
breakaway torque without any detecting equipment because 
as soon as the voltage is sufficient to move the plate 
attached to the arm, the plate will move until it strikes 
the other plate* As shown by the basic parallel plate 
condenser formula, the force increases as the space between 
plates decreases* 

As a testing procedure selection was made of the 
fundamental method of producing a torque by using known 
weights on a lever arm at a definite distance from a ful¬ 
crum* With a definite spacing between condenser plates, 
a certain voltage will be required to produce breakaway 
torque under particular conditions of shaft loading* If 
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these conditions of shaft loading are held constant and 
a Icnown weight Is added to the condenser plate. ari&>at a 
fixed distance from the center of rotation than an increased 
Toltage will he necessary. This actual increased Toltage 
should check with the value of increased voltage as de¬ 
termined by computation. 
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CHAPTER II 


METHOD OP UTILIZING THE CAPACITANCE PRINCIPLE 


1, Theor 7 of Parallel Plate Condensers, 

When a potential difference is applied between the 
plates (only two plate condensers will be considered) of 
a parallel plate condenser, electricity is stored in the 
condenser with positive charges existing on one plate and 
negative charges existing on the other plate. This proper¬ 
ty of a condenser—the ability to store electricity—is 
called capacitance, A condition of stress exists in the 
medium in the neighborhood of an electric charge, and force 
acts on a positive or negative charge placed in the medium. 
The region in which the condition of stress exists is called 
the dielectric or electrostatic field and this condition 
of stress may be represented by lines known as dielectric 
lines. 

The capacitance in electrostatic units of a parallel 
plate condenser is 


C = i 


K A 
rr s 


Dawes (11) 


where C is in statfarads, 

A is the area of the plate in square cen¬ 
timeters, 

K is the dielectric constant. 

Air will be used as the dielectric. The dielectric 
constant of air has been deteimined as 1,0006 by the National 


-fl'ii ckne sS t g (■ 
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Bureau of Standards. Brooks (7) • Unity will be used as 
the dielectric constant for air. 

Converting the above formula to practical units, the 

/s TA-A 


formula becomes 


/ fs AA p 


i /O^ 


c 


A 

^ir s X 7x/o‘^ 


microfarads 


or 


C ~ -_iLJ- micromicrofarads. 

4Tr jx . 9 

Since better distribution of dielectric lines is ob¬ 
tained with circular plates, the area for a circle (A = 
•25 TT) will be substituted in the formula and it now 
becomes 


c 


,2S D TT 
-4 TT v5 / . *7 


micromicrofarads 


=z.otrc-!f- uuf 

f 

4 


(uuf is the symbol for micromicro¬ 
farads 


Later in the text this C will be considered as C^. 

So that = C = .0696 uuf. 

4 s 

However, the total capacitance of a simple plate con¬ 
denser is not accurately given by this formula since all 
the dielectric lines do not lie in the region between the 
plates but some of the lines pass from the back of the 
positive plate to the back of the negative plate. These 
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lines that pass between the backs of the plates exert a 
’’fringing” or ”edge” effect which increases the capacitance 
of the condenser* 

Lord Kelvin in about the year 1870 compensated for 1he 
edge effect by surrounding one of the plates with a "guard 
ring" and electrically connecting it to that plate* The 
other plate was increased to the outer diameter of the 
guard ring* Kelvin (27). 

Kirchoff in his work "On the Theory of Condensers" in 
1878 set forth formulas for edge effect capacitances* 

These formulas have been checked experimentally by Mr* 

Hoch of the Bell Laboratories (21) and Messers Scott and 
Curtis (43) of the National Bureau of Standards and found 
to be within experimental error. A "guard ring" condenser 
was used as the standard* The mechanism will be simpler 
to construct and will be smaller in size without a guard 
ring, 

Kirchoff*s formula for the edge effect capacitance 
is: Hoch (21), 



where t is the thickness of plate in centimeters. 
This formula may be more conveniently expressed in an 
equivalent form as follows: Scott (43). 

Og = .044gD °) - S + aH uof 
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where z =■ f (x) == (1 -h x) In. (l+-x) - x In x, 

and X = 4 . . 

s 

Values of z for certain values of x can be 
obtained from Scott (43)• 

The second formula will be used for the values of x 
given on page 751 in Reference 43o The first formula will 
be used otherwise. 

The total capacitance for a parallel plate condenser 
is the direct (or normal) capacitance plus the edge effect 
capacitance. Stated in formula it is 

Cp ®n ^ . 

2. Arrangement of Parallel Plate Condensers. 

It had been previously proposed to provide a stationary 
support for one of the plates and to attach the other plate 
to an arm leading from the rotor shaft. The electrical con¬ 
nection to the stationary plate consists of merely solder¬ 
ing an electrical pigtail to it. However the soldering of 
a pigtail to the plate on the arm will introduce an un¬ 
certain torque in excess of one dyne-centimeter into the 
mechanism. An electrical connection to the gyro housing 
would not be satisfactory because when the gyro is support¬ 
ed by air pressure there will be no electrical contact be¬ 
tween the housing and the gyro shaft. 

To eliminate the need for an electrical connection to 
the plate on the arm, use is made of two condensers in 
series. A double arm in the form of a lever pivoted at its 
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loagitudinal center is used with each end of the arm carr^r* 
ing a condenser plate, A stationary plate is located 
opposite each condenser am plate as shown 


PIci i-e 




■Ajem. 















/tfjj 

__ 


— 


If 


Phi-< 


in series as shown in this schematic diagram 



where 7 is the line voltage in volts, E is the voltage 
across each condenser in volts and Cp is the charge across 
each condenser in farads. 


Now V El + Eg = 2E 


and 1 _ 1 






then 1^2 


fvZ 


or 


C 
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where C is the total charge of the two series 

connected condensers in farads. Dawes (11). 
3. Derivation of the Formula for Torque. 

The force in dynes on a,1 plate of a parallel plate 
condenser is 

-2 

f = 2 TT <r A dynes 

where as before, A is the area of the plate in 
square centimeters, 

and cris the charge per unit area in electro¬ 
static units per square centimeter and 
is equal to 

ft (statooulomhs) _ 

A (square centimeters} 

Now ft (coulombs) = C (farads) i V (volts), 

ft (statcoulombs) C (statfarads) 

3 I 10® ~ 9 I 10^1 ^ ^ (volts), 

and ft (statcoulombs) ^ C (statfarads) x V (volts), 

300 

by substitution 

f 2 vr C^(statfarads) V^(volts) ^ 1 dynes 

A *(iooF 

and C (statfarads) = A (aQuare centlmatara) , 

4 7r s (centimeters) , 


6 (statfarads) (volts) dynes; 

2 s (centimeters) 90,000 
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since C (uf) = C (statfarads) x 9 x 10®, 


and C (uuf) = C„ (statfarads)< 9 

10 


so f = 


7 

2 s 


(volts) 0 (uuf) 
( 0 entimeters) 


10"® dynes* 


Substituting C = in the formula 

2 


f = ^ ° ^ I 10-5 

^ s (centimeters/ 


Now T = f X L 

where T is torque in dyne-centimeters, 

L is length in centimeters* 

so T = i ^ ^ X 10"® dyne-centimeters* 
s 

4, Choice of Maximum Voltage* 

A wide range of torque values will be obtained by 
using voltages between 0 and 600 volts. The maximum 
value of 600 volts is considered safe for laboratory use* 
It is readily obtained by using two 300 volt commercial 
dry cell batteries in series. 

The use of a 50,000 ohm gang potentiometer (double 
coil) puts a 100,000 ohm resistance between the battery 
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terminals* When the circuit is energized, such a resis¬ 
tance with an impressed potential of 600 volts causes 6 
milliamperes to flow* A current of such magnitude is not 
dangerous to personnel* 

The current caused by the discharge of a condenser of 
less than 100 micromicrofarads in size is not dangerous to 
personnel* The size of the condensers to he used will he 
about 5 micromicrofarads* 

5* Deteimination of Length of Arm and Size of Plates* 

To preclude any possibility of longitudinal unbalance 
of the gyro unit it was considered necessary to mount a 
condenser arm (cairrying two plates) at end of the gsrro 
shaft* By several trial calculations it was determined 
that a condenser plate of one inch in diameter and a lever 
arm of one and one half inches in length would furnish the 
desired torque provided that the voltage could be varied 
from 0 to 600 volts and the separation of the plates from 
0.5 centimeters (0*1966 Inches) to 0*1587 centimeters 
(0*0625 inches)* 

In order to obtain a low value of edge effect and 
yet a rigid condenser plate, the thickness of the conden¬ 
ser plate was chosen as 0*5 centimeters* The smallest 
separation—0*1587 centimeters—allows for a gyro shaft 
rotation of one degree and forty-eight minutes before the 
plates touch* Specially, with the largest separation and 
a voltage of 100 volts a torque of 0*484 dyne-centimeters 
is obtained* With the smallest separation and a voltage 
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of 600 volts a torque of 162.5 dyne-centimeters is obtained, 
these values cover the range of expected operation. The 
calculation of these values is given in Appendix I. 
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CHAPTER III 


DESIGN OF THE CCMPONMT MECHANICAL PARTS 

1 , Condenser Disc Aim and Attachments, 

For the sake of clarity the arm carrying the condenser 
plates Yfill he labelled as the condenser disc arm and the 
condenser plates on it as condenser discs. To facilitate 
machining and obtaining of exact symetry it was decided 
to make the discs and the arm leading to the discs of the 
same dimension in thickness except that the tolerances on 
the disc must be held to 0,0001 inches by grinding and 
the faces of the discs must be absolutely parallel. The 
condenser disc arm is shown in detail as Piece No, 1 of 
Illustration 1., 

The material chosen for the condenser disc arm is 
Ry-Alloy Tool Steel, Ryerson (41), It is a manganese 
molybdenum high carbon, oil hardening, non shrinking steel. 
It is made under exacting control in both melting and 
finishing operations to secure the maximum possible uni¬ 
formity of hardening and shrinkage properties. It will 
provide an extremely hard surface with minimum change of 
shape and yet retain a high degree of toughness. 

The projection of the condenser disc arm from the 
center of the gyro shaft is equivalent to a cantilever 
beam. The maximum force expected at the center of each 
condenser disc is E5 dynes. With this force a deflection 
of 0,128 X 1(5® inches will be produced at the center of a 
condenser disc on the condenser disc arm, Eshbach (12), 
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This deflection indicates that the condenser disc arm is 
of such dimension as to he sufficiently stiffo 

The condenser disc arm has a centrally located hole 
for press fitting on the gyro shaft whose diameter is 
0.2001 -j- .0004 or -.0000 inches. The hole diameter is 
0.2000 f .0004 or -.0000 inches. These tolerances are 
for a medium force fit. Gatcombe (15). 

During the layout of the condenser disc arm a verti¬ 
cal mark should be scribed at its longitudinal center. 
After machining the balance of the arm should be checked 
on a sharp knife edge and the arm either placed in balance 
by further machining within specified tolerances or the 
arm discarded. 

The arm is tapped in its horizontal centerline for 
No. 3 screws. Pegs are made from No. 3 screws in accord¬ 
ance with the dimensions of Piece No. 2 of Illustration 1. 
The pegs are drilled with a No. 80 drill. IVhen the pegs 
are mounted, a wire will be threaded through them and se¬ 
cured tautly by upsetting. It will provide a securing 
position for weights which is practically on the horizontal 
centerline of the condenser disc arm. The wire is Piece 
No. 3 of Illustration 1. 

To provide for a fine degree of balance the condenser 
disc is tapped for a one-sixteenth inch screw and balancing 
screws (Piece No. 36) and balancing nuts (Piece No. 37) 
installed as shown on Illustration 7. 

The weight of the condenser disc arm and attachments 
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is 50.8 grams for one unit or 0o224 pounds for the two 
units required# This weight may he considered as part of 
the gyro rotor unit. 

2. Condenser Plate and Supporting Attachments. 

The condenser plate (Piece No, 4 of Illustration 1) 
is to he of the same material as the condenser disc and 
as carefully machined. This plate must he electrically 
insulated from the housing of the gyro unit. This is 
accomplished hy the use of a seasoned maple pedestal shown 
as Piece No. 6 of Illustration 1. Wood is a good insulator 
for direct current and the chosen length of wood is suffi¬ 
cient insulation to make negligible any capacitance effect 
between the condenser plate and the metal supporting struc¬ 
ture. Piece No. 5 of Illustration 1 is a screw which se¬ 
cures the plate to the pedestal. 

The pedestal has a running fit in the guide (Piece 
No, 7 of Illustration 2). The pedestal is held snugly 
in position by a spring which is shown as Piece No. 9 of 
Illustration 2, 

Between the largest separation of 0.1968 Inches and 
the smallest separation of 0,0625 inches a distance of 
0.1343 inches is available for a spring. Another 0,1 
inch is allowed for putting the spring under load. Then 
by consulting Reference 39 it was found that a No. 12 
Gage Music wire gives a deflection of 0,365 inches per 
coil. It was decided to use one turn of this gage wire 
as a spring for Piece No, J9 since it would amply support 
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the load* Its free length was calculated as 0.393 Inches 
and its compressed length as 0*028 inches* 

For raising and lowering the pedestal and condenser 
plate Piece No* 10 of Illustration 2 is threaded through 
the guide and into the pedestal* It is actuated hy the 
thumb screw (Piece No. 11 of Illustration 2). The guide 
is supported on bushings (Piece No* 13 of Illustration 2) 
accurately dimensioned in length to provide level condenser 
plates* The bushings encase bolts (Piece No* 12 Illustra¬ 
tion 2) which screw into the bedplate* This bedplate 
(Piece No* 33 of Illustration 6) provides the base for the 
condenser plate supports and will serve as a base for the 
gyro rotor casing. The centerlines for the bolts must 
be spaced on the bedplate within 0*0001 inches to give 
the proper co-axiaiism between each supported condenser 
plate and its corresponding disc on the condenser disc 
arm* 

The bushing length for the lower support is hhosen as 
two inches in order to provide access for manipulating the 
thumb screw ih lowering and raising the condenser plate* 

By totaling the vertical dimensions on all parts between 
the bedplate and the centerline of the condenser disc arm 
Including 0*100 inches for the spring and 0*1968 inches 
(0*5 centimeters) for the separation between plates a 
distance of 4*840 inches is obtained* Similar separation 
and spacing allowance are used on the upper condenser 
plate and a length of bushing of 7*430 inches is obtained. 
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(Piece Noo 15 of Illustration 3)* The bolt used with the 
bushing is Piece No« 14 of the same illustration® 

The machining of the guide, bushing, bolts, and bed 
plate is not required to be as exact as that of the con¬ 
denser disc arms and the condenser plates® A SAB 1070 
steel is used for these parts® 

3® Arresting Post® 

The striking of the condenser plates on the arm against 
the supported condenser plate when a potential difference 
is applied to them is liable to cause misalignment of the 
plates and resulting inaccuracies® To preclude this pos¬ 
sibility, an arresting attachment is located oh each lower 
support guide consisting of an arresting post, an arresting 
post guide, a spring, and a screw for adjusting the guide® 
These are shown as Pieces Nos® 16, 17, 18, and 19 of Illus¬ 
tration 3. The spring (Piece No® 10) must be of such con¬ 
struction that it will stop the motion of the condenser 
disc arm within one-sixteenth inch of travel at the outer 
edge of the disc arm—this being the smallest designed 
separation® It is feasible to locate the arresting post 
at three-quarters of an inch from the vertical centerline 
of the condenser disc arm® The amount of travel by the 
condenser arm permissible at that point is calculated to 
be 0«023 inches® A spring of Music wire. Gage No® 22, with 
an outside diameter of one-fourth inch was chosen® Oberg 
(39). The deflection per turn of such a spring is 0.0127 
inches® The use of one ttirn allows a clearance of 0.01 



inohes 'between the condenser disc arm. and the arresting 
post for the smallest designed separation. Instead of a 
wire spring a better choice for this spot would be a spring 
washer. A search is being made for a suitable spring washer. 

4. Support Post. 

A support post and guide prevent the rotation of the 
condenser disc arm and hold it in a horizontal position 
when weights are placed on the weight wire. (Pieces No. 

20 and 21 of Illustration 3)• The support post is located 
only on the same side of the shaft as the upper condenser 
plate. 

5. Leveling Attachment. 

The condenser disc arm is maintained in a level posl- 
tion by two screws on a leveling post. The leveling post 
rides an eccentric. Ji:^t prior to application of voltage 
the leveling post is allowed to drop in its guide by man¬ 
ual turning of the eccentric. For ease of manipulation a 
knurled knob and a small shaft are connedted to the eccen¬ 
tric. These component parts are Pieces Nos. 22, 23, 24, 

25, 26, 27, and 28 in Illustration 4. 

6. Test Block Equipment. 

Equipment was selected and designed for blocktesting 
the torque mechanism prior to installation on the gyro 
rotor unit framework. Pressurized fluid spherical bearings 
have been developed by the Barden Bearing Company. MIT (32). 
Test results show that these bearings have very low break¬ 
away torque. Use is made of two of these bearings. The 
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bearings (Piece No« 35 of Illustration 8) are placed in 
housings (Piece No. 29 of Illustration 5) which are bolted 
to the bedplate. The bolt holes in the housings are drilled 
oversize to permit accurate alignment of the bearings* 

Piece No* 32 of Illustration 6 is a bearing plate which 
holds the bearing in its housing. 

The gyro rotor is represented by the shaft passing 
through ihe bearings. As previously stated, the condenser 
disc arms will be press fitted on the ends of the shaft. 

The length of the shaft, as shown in Illustration 5 as 
Piece No. 30, is 9*300 inches long. It is shouldered to 
permit accurate location against the shoulders of the 
spherical balls of the fluid bearings* 

7* Manufacture and Assembly. 

For convenience of use during manufacture of the 
mechanism. Illustrations 1-6 were made into one blueprint. 
Another blueprint was made of the assembly drawing in left 
side elevation of Illustration 7, the assembly drawing in 
front elevation of Illustration 8, and Illustrations 9, 

10, and 11. These last three illustrations consist of 
the Bill of Materials and Manufactuiring Notes. 

During assembly the condenser discs must be placed 
concentrical with their associated condenser plates. This 
condition will be fulfilled when the inner edge of the 
condenser disc arm is 1.5626 f.OOOl or -.0001 Inches 
from the outer face of the adjacent bearing housing. 
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NOTES 
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CHAPTER IV 


SELECTION OP THE ELECTRICAL EQJJIPMENT 
1. Batteries. 

Two 300 volt dry cell batteries connected in series 
are used to supply the 600 volts desired. The connection 
between the batteries is used as a midtap. 

2• Potentiometer• 

A 50,000 ohm gang potentiometer (double coil) is con¬ 
nected to the midtap and the end battery terminals. The 
coils of the potentiometer must be closely matched. The 
use of the midtap serves to equalize the charges on the 
two series-connected condensers. 

3. Voltmeter. 

A high-precision high-resistance 600 volt Direct 
Current voltmeter is used to measure the potential differ¬ 
ence applied to the condensers. The high resistance should 
be in the order of magnitude of 100,000 ohms to avoid short 
ing out the potentiometer. Two single-throw single-pole 
switches and a five foot length of No. 22 solid electrical 
hook-up wire complete the list of electrical equipment 
needed. 

4. Circuit diagrams. 

A circuit diagram and a schematic diagram of electri¬ 
cal equipment is shown in Illustration 12. The connection 
of the midtap to the bedplate serves as a ground. The 
connections to the condenser plates should be made by 
soldering. 
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5, Breadboard Layout* 

The batteries, switches, potentiometer, and voltmeter 
may be mounted on a breadboard. By use of sufficient elec¬ 
trical lead wire the breadboard may be conveniently located. 
The breadboard layout is shown in Illustration 13* 
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CHAPTER 7 


CARE OF MECHANIiai 
1, Protective Covering. 

A protective covering, preferably of translucent 
plastic, is to be provided for each condenser disc arm 
and its associated condenser plates to protect this equip¬ 
ment from air currents and dust particles in the atmosphere 
during operation of the mechanism. A rectangular lucite 
casing without a bottom piece and of dimensions 6 inches 
long, 4 inches wide, and 10 Inches high, with slots for 
the gyro rotor shaft and the shaft for the leveling at¬ 
tachment will cover the equipment at each ^d of the gyro 
unit® The gyro rotor shaft slots must have a covering 
which will fit closely around the shaft to exclude air 
that will be exhausted from the gyro casing® 

To free the condenser plates and condenser discs 
from dust particles they should be wiped frequently dur¬ 
ing operation with soft leather soaked in benzol. This 
liquid has the property of preventing corrosion and should 
be used occasionally during non-operating periods. The 
benzol treatment should be used even though the equipment 
is protected by the covering because some dust particles 
might settle out of the air entrapped in the covering. 

2® Prevention of Unnecessary Discharge of Batteries® 

Discharge of the batteries can be prevented by the 
installation and use of a single-throw single-pole switch 
in each battery circuit as shown in Illustration 12® 
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The switches should he kept open except when the mech¬ 
anism is in use* 
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APPENDIX I 


Di:;TEri :iKATION OF COTOSlvSER DISC ARM DIMEN3I0I;S 







y*9 


i 


c^- 




^ - 




^ - /.3"^ 


S r:L a. S 


. -= J.S’^ 








C 




= . ^7 6 ^ 





~ '9’07 aja^ /* 


C 




" 3 / ^ 


=■ . O a jr 



«p. ^ 



- ' Tv.s^ - 







'V 


<^«rt — C oo 


- C7. 


5~ 




"• -v-< - 

7 * =: /. a ^ 




*“ C-, 









































'i>, 


J 




^ o c. ^ 


- o. r -? 



ft- ^ ^ ^ 


- /a// ^ 

/ 7* V. 

^Z’ ~' ^■->» f- 

^ = /oa 




5'«o 


A>f AJ ^ 




^ <r _r 

V —V yT^ 

“V —:—^ '^‘ ^ 

■'t-r^r A y»' ~ 

r = . 

^ ^ = ... .. ' 


<ioo 

' 7 ~ — ^ ^ ^, s~ 


'%■ 

































AEPENDDC II 


CONSIDERATION OF S^^OUS CAPACITANCE 

By TOnsidering the path of the dielectric fltix be¬ 
tween the plate and the condenser disc arm it was calcu¬ 
lated that an additive flux was present in the ratio of 
the width of the condenser disc arm to the circumference 
of the condenser disc* In like manner the flux caused by 
the balancing screw was additive and in the ratio of the 
diameter of the screw to the circumference of the conden¬ 
ser disc* The sum of the screw diameter and the condenser 
disc arm width of 0*0625 inches and 0.1968 inches is 
0*2593 inches. The percentage that this value is of the 
condenser disc circumference is 8*24* The formulas for 
the edge effect capacitances are corrected to be 



The effect of the arresting posts is subtractive 
since they are at the same potential as the condenser 
disc arms* Their dielectric effect compares with the 
normal effect of the condenser discs, that is, directly 
as the ratio.’ of distances and inversely as the square 
of the diameters involved* The diameter of the arrest¬ 
ing post is one-eighth inch and the distance of the top 
of the post from the condenser disc arm averages about 
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three-fourths of the plate separation. This effect for 
each post is calculated as 2.08^. Since there are only- 
two arresting posts and four condensers, consider the 
effect as 1*04^ per condenser. Then the corrected fomula 
for the normal capacitance is 

0- =r .0689 , 

“ s 

No correction need he made for the leveling arms 
since the effect of one arm is neutralized by the effect 
of the other. Since the effect on the plates varies in¬ 
versely as the square of the distance, the rest of the 
equipment is -too far away from the condenser plates and 
condenser discs to produce any appreciable effect. 

Torque-voltage curves as computed from these correct¬ 
ed capacitance formulas are in Appendix III. For actual 
use with the torque generating and indicating mechanism 
torque-voltage curves are plotted on a much larger scale. 
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APPENDIX III 

PROCEDDEB FOR USE OF ^OR^ GENERATING AND 
INDICATING MECHANISM 

Torque rs voltage curves for a separation of plates 
of 0*1968 Inches and a separation of plates of 0*0625 
inches are included in this appendix. These curves have 
been coioputed from formulas listed in appendix II* 

The mechanism may be tested while mounted on the 
testing blocks Or it may be tested while mounted on the 
gyro unit* 

The steps in block-testing the mechanism are as 
follows: 

1. Place condenser disc arm in the horizontal posi¬ 
tion by use of the leveling attachment* 

2* Set accurately by means of gage blocks and feel¬ 
ers the separation between condenser discs and 
condenser plates* 

3. Maintain constant the bearing loading donditions* 

4* Retract the leveling attachment* 

5. Apply voltage gradually until the condenser disc 
arm moves, that is, until breakaway torque is gen¬ 
erated* Repeat application of voltage several 
times (about 20). Ascertain the mean value of 
these voltages* 

6. Enter the torque-voltage curve for the separation 
in use with this mean voltage value and read the 
corresponding torque* 
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7« Helevel the condenser disc arms and more the 
support posts into contact with the condenser 
discs, 

8, Apply the voltage gradually# By repeated appli¬ 
cations determine the exact voltage necessary# 
From the curve read the torque for breakaway 
with the support posts in contact position# 

(The torque caused by the contact adhesion of 
the tips of the support posts may be checked 
by use of weights placed on the weight wire 
at a distance from the center of gravity of 
the condenser disc arm.) 

9# With the support posts in contact position, add 
a known weight on the weight wire# Scale beam 
riders whose weight had been accurately checked 
are to be used as weights# 

10# Measure the distance of the weight from the cen¬ 
ter of the condenser disc arm with a comparator. 
The product of the measured distance and the 
weight will produce an increment of torque in 
excess of the breakaway torque# The term ”total 
breakaway torque” will be used for the sum of the 
breakaway torque (with the support posts in con¬ 
tact) and the increment torque# 

11# By repeated tests determine the exact voltage 
necessary for each total breakaway torque cor¬ 
responding to each increment of torque obtained 
by additional weights and greater distances# 
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The measured voltages with their corresponding 
total breakaway torques should check within 
experimental error with the computed values on 
the curves included in this appendix. 

The fluid bearings chosen for the test block arrange¬ 
ment have very low breakaway torque characteristics, Be- 
15w this breakaway torque point the computed torque-voltage 
ctirve should be used unless the experimental values differ 
consistently from the computed values. In which case plot 
the experimental values and extrapolate the curve below 
the lowest breakaway torque point. The breakaway torque 
of the bearings can be checked by use of weights without 
the support posts in contact position. 

The mechanism may be tested with the bedplate at any 
angle with the horizontal. It must be remembered that 
the increment torque applied varies as the sine of that 
angle, 

The steps in generating and indicating breakaway 
torque in the gyro unit are as follows: 

1, Level the condenser disc arm, 

2, Set accurately by means of gage blocks and feel¬ 
ers the separation between condenser discs and 
condenser plates« 

3, Maintain constant the gyro air-support conditions. 

4, Hetract the leveling attachment, 

5, Determine the mean voltage necessary for break¬ 
away torque by several repeated trials. 
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6. Enter the breakaway torque-voltage curve for 
the separation In use with the mean voltage and 
pick off the corresponding breakaway torque. 
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AH>ENDIX 17 


EXPECTED ACCURACY 

The accuracy of the mechanism will depend on the 
exactness in construction and the care in operation. 
Features of construction that require especial care are 
the exact machining of the condenser disc arm and the 
condenser plates. Their faces must be parallel and flat. 
The condenser disc arm must be in balance. Care must be 
exercised in assembling the plates and disc arms so that 
the plates are co-axial. 

Batteries of equal potential must be used. Potentio¬ 
meters with balanced coils must be selected. The plastic 
casing should be used when the mechanism is being operated. 
The separation between plates should be accurately set 
with gage blocks and feelers. 

The National Bureau of Standards has made several in¬ 
teresting tests on an Absolute Electrometer. Brooks (7). 
This electrometer uses the principle of force produced by 
voltage on a parallel plate condenser. Efforts were made 
to produce partial breakdown of the dielectric—a phenom¬ 
enon which is known as "electric wind". The changes 
caused by the electric wind were less than the precision 
at the time these experiments were made. To see whether 
dust particles produced appreciable error, cotton fibers 
were laid on one of the plates. No consistent change 
in the performance of the electrometer appeared. 
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If the present design of the gyro unit is finally 
selected for manufacture, the gyro will have a possible 
axial movement of 0.001 inches. When the condenser disc 
arms are mounted on the shaft, they should be centered 
at the midpoint of this 0.001 inches so that it \will be 
possible for the condenser discs to be out of co-axialism 
with the condenser plates by only 0.0005 or - 0.0005 
inches. It can be only a matter of conijecture just what 
form the dielectric flux will assume when the discs and 
plates are out of co-axialism. This is probably the 
reason no published analysis is available on this subject. 
An approximate analysis is that the capacitance is de¬ 
creased in the ratio of the square of the amount of the 
overlap portion of the plate out of co-axialism to the 
square of the diameter of the other plate. On this basis 
the decrease in capacitance is 0.1^ when maximum mis¬ 
alignment of 0,0005 inches exists. This is well within 
experimental error and may be considered negligible. 

Measurements of torque ^ould be made under standard 
temperature conditions. Inaccuracies due to temperature 
differences that are within 10 degrees Tarenheit of the 
standard temperature may be considered negligible. Brooks 
(7). 

If the construction and operation of the mechanism 
are carefully accomplished, it is expected that the com¬ 
puted and measured values will be the actual values with¬ 
in experimental error. Experiments by the National Bureau 
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of Standards hare shown that for the size of capacitors 
used in this mechanism an accuracy of about 0.1 percent 
can be obtained. Moon (35) 



